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NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM

Proficiency Test Report

Lab Id: 11642 USGS NATIONAL WATER QUALITY LABORATORY Shipment Date  : 24-Jan-2008

POB 25046-MS 407-BLDG 95 Closing Date : 09-Mar-2006

EPA Lab Code: DENVER, CO 80225-0046 Score Date : 29-Mar-2006
C000009 (303) 236-2000

Director: MR. MERLE SHOCKEY

This report may contain data that are not covered by the NVLAP accreditation.
** Indicates NVLAP accredited analyte evaluated using the USEPA's National Standards for Water Proficiency Testing Studies Criteria Document.
NVLAP Lab Code 200387-0.

Shipment: 290 Non Potable Water Chemistry
Analyte Name Units Sample Method Result  Mean/ Warning Acceptance Score
ID Target * Limits Limits

Sample: Non Potable Water Metals | and Il

Copper, Total ** ug/L 9011 USGS 185 189~ 176 - 203 169 - 210 Satisfactory
EPA Code: N/A 1-4471-87 148 passed out of 162 reported resuits.
Copper, Total ** ug/L 9011 USGS 197.414 189 * 176 - 203 169 - 210 Satisfactory
EPA Code: N/A -4472-97 148 passed out of 162 reported results.
Iron, Total ** ug/L 9011 USGS 1080 1050 * 971- 1140 928- 1180 Satisfactory
EPA Code: N/A AALT-OT 102 passed out of 111 reported results.
Manganese, Total ** ug/L 9011  USGS 2312623 2290* 2140 - 2460 2060 - 2540 Satisfactory
EPA Code: NI/A -4472-97 125 passed out of 132 reported results.
Manganese, Total ** ug/L 9011 USGS 2310 2290* 2140 - 2460 2060 - 2540 Satisfactory
EPA Code: N/A 1-4471-97 125 passed out of 132 reported results.
Nickel, Total ** ug/L 9011 USGS 2359.78  2410* 2270 - 2600 2190 - 2690 Satisfactory
EPA Code: N/A 1-4472-97 147 passed out of 158 reported results.
Nickel, Total ** ug/L 9011 USGS 2390 2410* 2270- 2600 2190 - 2690 Satisfaciory
EPA Code: N/A 1-4471-97 147 passed out of 158 reported results.
Lead, Total ** ug/L 9011 USGS 221155 2300* 2120 - 2470 2030 - 2560 Satisfactory
EPA Code: N/A 1-4472-97 188 passed out of 205 reported results.
Antimony, Total ** ug/L 9011  USGS 190.18 178+ 133-201 116-218 Satisfactory
EPA Code: N/A I-aaTie? 124 passed out of 136 reported results.
Selenium, Total ** ug/L 9011  USGS 1750 1690 * 1450 - 1850 1350 - 1950 Satisfactory
EPA Code: N/A I-4472-97 134 passed out of 147 reported results.
Thallium, Total ** ug/L 9011  USGS 28182  300* 252 - 346 229 - 370 Satisfactory
EPA Code: N/A |-4472-67 120 passed out of 126 reported resuits.
Vanadium, Total ** ug/L 9011 USGS 1790 1750 * 1600 - 1890 1530 - 1960 Satisfactory

EPA Code: N/A 1-4471-97 102 passed out of 107 reported results.



